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INTRODUCTION 


This  report  presents  the  results  of  tests  conducted  with  the  Ferranti  impulse 
generator  (FIG)  and  the  mobile  upper  electrode  (MUE)  to  determine  if  there  is 
a  cost  effective  method  to  improve  the  electrical  insulation  of  a  given  geom¬ 
etry.  The  materials  tested  (Table  1)  were  chosen  based  on  their  availability 
and  cost. 


BACKGROUND 

In  the  past,  the  only  way  to  reduce  the  physical  size  of  any  high  voltage 
system  was  to  immerse  it  in  an  insulating  fluid.  These  fluids  were  either 
dielectric  oil  or  an  insulating  gas,  such  as  sulfur  hexafluoride  or  freon. 
These  fluids  are  very  expensive  and  difficult  to  contain. 

The  volume  and  expense  of  fluids  required  to  insulate  most  systems  make  it 
beneficial  to  find  a  lower  cost  insulating  system.  A  scheme  where  a  given 
gap  in  air  would  have  a  thin  solid  dielectric  inserted  into  the  geometry 
would  be  a  highly  cost-effective  method  to  improve  the  insulating  value. 
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TEST  CONDUCT 


The  20-stage  FIG  was  configured  to  produce  a  waveform  with  a  1.7  ys  rise 
time  and  a  37  us  decaytime.  The  Mobile  Upper  Electrode  (MUE)  was  raised 
to  a  height  of  2  m  above  the  ground  plane  (Fig.  1).  This  was  done  to 
establish  a  uniform  field  which  could  be  enhanced. 

The  field  was  then  enhanced  by  erecting  a  1.22  x  0.91  m  parallel  plate 
test  electrode  1.25  m  above  the  ground  plane  and  centered  on  the  MUE 
(Fig.  2.).  This  was  done  so  that  when  breakdown  occurred,  it  would  be 
between  the  test  electrode  and  the  MUE. 

During  the  first  test,  the  FIG  voltage  was  increased  gradually  until  a 
breakdown  occurred  across  the  0.75  m  air  gap.  The  rest  of  the  tests  were 
made  with  the  insulating  materials  placed  on  the  test  electrode.  The 
insulating  materials  overhung  the  test  electrode  by  at  least  0.15  m  on 
each  side  to  preclude  the  arc  going  around  the  insulant.  The  FIG  voltage 
was  again  gradually  increased  until  breakdown  occurred.  This  procedure 
was  repeated  at  least  three  times  for  each  material  tested. 


RESULTS 


As  can  be  observed  from  the  data  in  Table  1,  none  of  the  materials  tested 
provided  an  appreciable  improvement  in  insulation  above  ambient  air  except 
for  multiple  layers  of  mylar  which  gave  a  44  percent  increase.  Some 
materials  such  as  styrofoam  and  polypropylene  sheets  are  actually  worse 
than  ambient  air.  Except  for  multiple  mylar  layers,  the  above  materials 
are  not  recommended  for  high  voltage  insulation. 


